Introduction
Laser Raman spectroscopy is being increasingly used to assess the thermal maturity of organic matter (OM) in sedimentary rocks (Pasteris and Wopenka, 1991; Spötl et al., 1998; Kelemen and Fang, 2001; Beyssac et al., 2002; JehličKa et al., 2003; Marshall et al., 2005; Quirico et al., 2005; Rahl et al., 2005; Schopf et al., 2005; Zeng and Wu, 2007; Aoya et al., 2010; Guedes et al., 2010; Muirhead et al., 2012 Muirhead et al., , 2016 Liu et al., 2013; Kouketsu et al., 2014; Mcneil et al., 2015; Bonoldi et al., 2016; Deldicque et al., 2016; Ferralis et al., 2016; Lünsdorf, 2016; Lünsdorf et al., 2017; Lupoi et al., 2017; Sauerer et al., 2017; Schito et al., 2017) . The novelty of Raman spectroscopy is that it is a nondestructive method that allows for rapid data acquisition with fast and easy interpretation, combining both optical microscopy and vibrational spectroscopy. Laser Raman has the ability to be used alongside other petrological parameters in order to reduce risk, as well as being applied where other maturity indicators such as vitrinite reflectance (VR), spore colouration index (SCI), fluorescence spectroscopy and Rock-Eval pyrolysis (T max ) fail to provide reliable results. It can also be used as a cheap and rapid means to screen samples before conducting more expensive and time-consuming destructive analyses.
The Raman spectrum of OM consists of two broad bands; the G band (~1600 cm ), known as the disordered band (Fig. 1a) . Deconvolution can further divide the spectrum into several disordered bands (Fig. 1b; e.g. D1, D2, D3, D4, D5) . However, the number of disordered bands that are separated using deconvolution is controversial, and authors have used a combination of different bands to define laser Raman parameters that can be applied in maturity studies (Spötl et al., 1998; Beyssac et al., 2002; Schopf et al., 2005; Li et al., 2006; Guedes et al., 2010; Lahfid et al., 2010; Liu et al., 2013; Hinrichs et al., 2014; Wilkins et al., 2014; Lünsdorf et al., 2017) .
The G band corresponds to an ideal graphitic structure, whereas the D bands are associated with chemical and structural defects in the crystal lattice. As temperature increases, the chemical defects are expelled from the crystal lattice and the remaining carbon undergoes reorganization into a more ordered carbon structure, until it reaches the metamorphism stage where the carbon residue transforms into perfectly ordered graphite (Buseck and Beyssac, 2014) . Laser Raman analyses the chemical structure of OM, and in theory, should be able to track the thermal evolution of OM. The current study aims to assess the application of laser Raman to characterise OM maturity in the lower temperature oil-and gas-generation stages of catagenesis (50 -150°C). An improved analytical method has great potential to be used in the evaluation of shale gas plays, as well as being applied to the wider analysis of petroleum basins.
Some of the most commonly used parameters to track thermal maturity are summarized in Table 1 , which include the heights, widths, areas and positions of the disordered and graphitic (ordered) bands. It should be noted that there is some ambiguity with the terms RA1 and RA2: Chen et al. (2017) used different equations to calculate these parameters compared to variables of the same name reported previously by Lahfid et al. (2010) .
Inconsistent quantified Raman parameter and maturity values obtained by VR are apparent in the literature (Kelemen and Fang, 2001; Quirico et al., 2005; Guedes et al., 2010; Lahfid et al., 2010; Liu et al., 2013; Wilkins et al., 2014) . In this study three factors are examined as likely sources for this inconsistency: (1) different operational procedures employed, including experiment setup and spectral processing methods; (2) different methods of sample preparation; (3) analysis of diverse types of OM, and intra-particle variability. These three factors have also been discussed by Lünsdorf et al. (2014) .
(1) Operational procedures may be divided into two categories: (a) experimental setup; (b) spectral processing methods. Table 1 Raman parameters used to determine the maturity of organic material, along with the abbreviations used in previous studies. Chen et al. (2017) . D4/G RA4 Chen et al. (2017) . G/(D1 + D2 + D3 + D4 + G) RA5 Chen et al. (2017) . Area of Raman spectra regions Area (1100-1400) /Area DA1/GA This study. Area (1100−1300) /Area RIP ( D.G. Henry et al. International Journal of Coal Geology 191 (2018) 135-151 experimental setup that considers the speed of analysis, damage to the sample, and the signal to noise ratio. (b) Typically, processing the Raman spectra include smoothing, a linear or non-linear baseline correction, followed by deconvolution of two (Hinrichs et al., 2014; Wilkins et al., 2014; Schmidt et al., 2017) , three (Court et al., 2007) , four (Beyssac et al., 2002; Rahl et al., 2005; Aoya et al., 2010) , five (Lahfid et al., 2010; Chen et al., 2017; Sauerer et al., 2017) , or six or more bands (Schopf et al., 2005; Li et al., 2006; Guedes et al., 2010; Bonoldi et al., 2016; Ferralis et al., 2016; Schito et al., 2017) (Appendix 1). Deconvolution enables the operator to assess a suite of Raman parameters (Table 1) for individual bands. Several common deconvolution methods will be tested against the automated method developed in this study, which does not perform deconvolution, in order to acquire Raman parameters. The method and Raman parameters will be compared. (2) A comparison of different sample types from several rock samples will be assessed to determine if there is a difference in Raman spectral parameters. Previous studies have analysed polished blocks of isolated OM (Pasteris and Wopenka, 1991; Beyssac et al., 2003; Nestler et al., 2003; Rahl et al., 2005; Allwood et al., 2006; Marques et al., 2009; Guedes et al., 2010; Kwiecinska et al., 2010; Mathew et al., 2013; Hinrichs et al., 2014; Kouketsu et al., 2014; Wilkins et al., 2014; Mumm and İnan, 2016) , as well as strew-mounted slides (Roberts et al., 1995; Spötl et al., 1998; Rantitsch et al., 2004; Lünsdorf et al., 2014) , and rock chips (Muirhead et al., 2016; Sauerer et al., 2017) . Some authors demonstrated that polishing OM impacts the Raman spectrum (Beyssac et al., 2003; Ammar and Rouzaud, 2012; Lünsdorf, 2016) . This is examined further here. (3) Different maceral types may behave differently under different thermal conditions as demonstrated by the Van Krevelen diagram (Tissot et al., 1974) , so ensuring that the same maceral type is analysed throughout a geological section is generally essential. The effect of maceral type on Raman parameters is assessed here, together with an examination of intra-particle variability.
Materials and methods

Materials
The Late Mississippian (Namurian) Bowland Shale is the main target for shale gas exploration in the UK, with an estimated 1329 trillion cubic feet of hydrocarbons in-place (Andrews, 2013; Stephenson, 2014; Delebarre et al., 2017) . The shales were deposited in NE-SW epicontinental seaways between Gondwana and Laurussia. A phase of back-arc extension north of the Variscan orogenic front formed a series of interconnected graben and half-graben structures (Waters et al., 2009, Fig. 2) . These basins accumulated Carboniferous organic-rich mudstones, which have been identified as a proven source rocks for many of the conventional oil and gas fields in the UK Midlands (DECC, 2010) .
Four Mississippian (Arnsbergian; early Serpukhovian) Morridge Formation (equivalent to the Bowland Shale; Waters et al., 2009 ) core samples from the Carsington Dam Reconstruction C4 borehole (53.04898°N 1.63790°W, Derbyshire, England) in the Widmerpool Gulf were analysed (Fig. 2) . Raman analyses were performed on polished blocks of isolated OM and strew slides. These samples are in the early oil window (Könitzer et al., 2014 (Könitzer et al., , 2016 Hennissen et al., 2017) and came with comprehensive palynofacies and geochemical data ( Table 2) . T max values range between 424 and 440°C (Könitzer et al., 2016) , and the calculated % eq VR o using T max values (cf. Jarvie et al., 2001; Eq. (1)) range from 0.5-0.8% eq VR o , indicating immature to early maturity. values determined from Rock-Eval data by Könitzer et al. (2016) Emmings et al., 2017) , were also analysed and compared with the equivalent core material from the Carsington Dam Reconstruction C4 borehole (Table 2) . T max values range between 431 and 442°C, similar to the samples studied by Könitzer et al. (2016) , and the calculated VR values using T max range from 0.6-0.8% eq VR o . However, the PI values range from 0.13-0.26, suggesting that these rocks had reached the oil generation window.
Methods
Laser Raman
Analyses employed a Renishaw inVia™ laser Raman instrument connected to a Leica DMLM microscope. The Rayleigh scattering was removed using an edge filter and the Raman scattering was dispersed by an 18,000 lines/mm holographic grating and detected by a charged couple device (CCD). A standard silicon wafer sample was used to calibrate the instrument by matching the 520.5 cm −1 band position, followed by manually aligning the laser beam with the crosshairs on the microscope. A 514.5 nm argon-ion green laser and a 633 nm HeNe red laser were used. The lasers deliver~20 mW at 100% power. The laser was focused through a ×50 objective, with a laser spot size of c. 2 μm. The scan range was limited to 900-2000 cm −1 , in order to assess the first-order region. WiRE 3.3 software was used to acquire spectra and perform deconvolution using a pseudo-Voigt function to acquire the band heights, band areas, band positions and full width at half maximum (FWHM) for individual bands (Fig. 1b , cf. Table 1) . A Microsoft Excel® spreadsheet was used to process un-deconvolved spectra (Fig. 1a) by performing smoothing operations, baseline corrections and normalization, to acquire the height and position of the saddle height, D1 and G band, G-FWHM, D-FWHM and areas of specific regions using the trapezoid area rule (cf. Table 1 ; Appendix 2).
Sample preparation
Two different types of sample preparation were performed, both of which used isolated kerogen: (a) polished blocks and (b) strew slides. The kerogen for samples SSK 4522, SSK 4471, HC01-04 and HC02-73 were separated at Kingston University using HCl and HF acid at room temperature to remove the inorganic mineral fraction. Samples were first washed with tap water, air-dried and crushed to millimetre-sized fragments. The crushed material was treated with 100 mL of 12 M HCl for 24 h, followed by 100 mL of 23 M HF for several days at room temperature, in order to digest carbonates and silicates, respectively. After each acid treatment, the concentrated solution was diluted with 900 mL of deionized water and then sieved through a 15-μm polyester mesh. Deionized water was used to rinse the sample through the sieve until pH neutral. Following the final rinse, samples were stored in 50 mL glass vials with deionized water. Samples MPA 61616 and MPA 61619 were prepared at the British Geological Survey using a similar technique and a 10-μm sieve (Könitzer et al., 2016) .
The strew slides were prepared by spreading c. 0.5 mL of fluid mixture (composed of OM and deionized water) onto a glass slide using a pipette, which was then left to air dry. Polished blocks were constructed by embedding isolated kerogen with epoxy resin in 2.5 cm diameter moulds, followed by grinding using P400, P600, P800, P1200, P2500 silicon carbide paper using water as a lubricant. The samples were then polished using a diamond liquid suspension of 9 μm, 6 μm, 3 μm, 1 μm and were finished off with a 0.04 μm colloidal silica suspension. This grinding and polishing procedure follows the BS ISO 7404-2:2009 standard.
Organic matter classification
Strew slides were used to investigate whether different types of OM influence the Raman parameters. The OM categories identified in transmitted white light (Appendix 3), following Tyson (1995) were:
(1) Translucent phytoclast ( Fig. A3.1 under transmitted light. The shape of the particles varies from equant, lath or rounded, and the margins can be angular or corroded. They often have no internal structure, however, lath-shaped particles may be pitted. These particles are equivalent to inertinite when examining polished blocks under reflected light; they are the product of either intense oxidation or forest fires (Tyson, 1995) . (3) Pseudo-amorphous phytoclast ( Fig. A3. 3): These amorphous particles exhibit a patchy, spotted appearance and are light brown to dark brown/black. Most of the biostructure has been lost and the edges are typically diffuse. However, some particle edges are sharp and straight, suggesting a remnant border of a degraded phytoclast.
The amorphous OM (AOM) is a structureless heterogeneous to homogenous particle with irregular diffuse margins under transmitted light. Colour typically ranges from pale yellow-brown to greyish. AOM may represent bacterial and/or reworked/degraded algal OM (Tyson, 1995) . Pyrite is often present as inclusions. Fluorescence microscopy was not used in this study, so further subdivision of the AOM group was not possible. Consequently, all AOM particles were grouped together.
2.2.4. Experimental methodology 2.2.4.1. Testing different operational procedures. Different operational procedures were tested on strew slides. First, the experimental setup was tested by comparing results from a 514.5 nm argon-ion green laser and a 633 nm HeNe red laser, followed by an analysis of how different accumulation times, number of accumulations, and laser powers affect the spectra. Spectral processing was assessed by comparing smoothing vs. non-smoothing, linear vs. 3rd-order polynomial baseline corrections, and deconvolution vs. the automated non-deconvolution method developed in this study to determine Raman parameters.
Testing different samples types.
The Raman characteristics of polished blocks and strew slides were tested using the optimum operational settings and procedures developed above: 514.5 nm a TOC = total organic carbon, HI = hydrogen index, OI = oxygen index, PI = production index. % eq VR o calculated using Jarvie et al. (2001) D.G. Henry et al. International Journal of Coal Geology 191 (2018) 135-151 argon-ion green laser wavelength, 10 s accumulation time, 2 accumulations and a 0.2 mW laser power, this was kept constant throughout. Following acquisition, a Microsoft Excel® worksheet (Appendix 2) processes and determines the Raman parameters by performing a Savitzky-Golay smoothing filter using a 21-point quadratic polynomial algorithm, a linear or a 3rd-order polynomial baseline correction, followed by normalization at the same maximum G height intensity of 2000 counts, as well as automatically calculating the R1, RBS, G-FWHM, D-FWHM, RIP, DA1/GA and STA Raman parameters. Deconvolution was not performed. Comparisons between the different sample types were made by: (1) visual comparison of the spectra; and (2) comparing the Raman parameters.
2.2.4.3. Testing different organic matter types. Different types of OM were assessed using strew slides in transmitted light. This experiment was performed under the optimum instrument conditions. Spectra processing and calculation of the Raman parameters were performed using the Microsoft Excel® automated worksheet (Appendix 2). Deconvolution was not performed. Fig. 3 shows a comparison of the spectra obtained from a phytoclast in a strew slide using laser wavelengths of 514.5 (argon ion) and 633 nm (HeNe). The 514 nm laser wavelength produces a significantly better quality spectrum that has a smoother more linear baseline, and better peak-to-background ratios, as observed previously by Quirico et al. (2005) .
Results
Experimental setup
When using a laser power of 1 mW or greater, the laser damages the surface of the OM (Fig. 4) . Evidence of in-situ burning caused by the laser was observed as a small black spot (Fig. 4c, d ). In-situ burning also influences the Raman spectrum (Fig. 4f) . The position of the G band blue-shifts, as described by Allwood et al. (2006) , and the saddle height and the D band also increases in height with respect to the G band. Consequently, laser powers > 0.2 mW are not advised as they alter the Raman spectrum.
Spectra acquired using a 0.02 mW and 0.2 mW laser power are consistent; therefore, the 0.2 mW laser power does not damage or alter the OM. Fig. 5 demonstrates that using a 0.2 mW laser power improves the signal to noise ratio compared to using a 0.02 mW laser power. Increasing the accumulation time and number of accumulations also slightly increases the signal to noise ratio, particularly when using a lower laser power of 0.02 mW (compare Fig. 5a-d) .
3.2. Processing the spectra
Smoothing
Performing a smoothing procedure removes noise from the spectrum, allowing the operator to pick band heights and positions with less ambiguity. Smoothing the spectrum also reduces uncertainty during baseline correction, as the noise in the spectrum can greatly influence the heights of individual control points, leading to anomalous baseline corrections (Fig. 6) . This can be a major problem especially if control points are fixed when performing an automated procedure. After smoothing, noise is drastically reduced and the control points are less prone to sharp random increases in height, which makes the baseline corrections more reproducible (Fig. 6) .
Deconvolution also becomes more reproducible after smoothing, as noise can impact the fitted bands. Fig. 7 shows that when smoothing is performed, the fitted spectrum has a better fit with the original spectrum. The height and widths for the D3, D4 and D5 fitted bands for an un-smoothed and smoothed spectrum are significantly different, even though the starting spectrum is the same. Raman parameters may also differ substantially (Fig. 8) .
Baseline correction
Fluorescence is a common problem in low-maturity OM that can alter the Raman spectra and parameters. Therefore, an unbiased baseline correction method needs to be adopted. Here, two of the most commonly used baseline corrections were tested: (1) linear; and (2) 3rd-order polynomial. Each acquired spectrum has a wavenumber range from 900 to 2000 cm −1 to better estimate the shape of the background fluorescence, and a smoothing procedure was performed before the baseline was corrected. The control points for the linear function were fixed at 1000 cm −1 and 1800 cm , if the baseline correction does not fit the background shape. An automated worksheet in Microsoft Excel® was developed to perform these tasks (Appendix 2).
When fluorescence is present, which is often the case for low-maturity OM, a 3rd-order polynomial baseline correction works best (Fig. 9) . A linear baseline correction performed on samples that experience non-linear fluorescence will result in the D band and saddle height to increase in height in relation to the G band, which will lead to an increase in the R1 ratio, RIP, and SSA Raman parameters, and a decrease in the saddle index (Fig. 9 ). Fig. 10 shows 20 overlain spectra that have had a linear and a 3rd-order polynomial baseline correction acquired from the same strew slide. Notice the larger scatter for the linear baseline correction, compared to the 3rd-order polynomial baseline correction.
Calculating Raman parameters
Five methods to derive Raman parameters were assessed (Table 3) . Deconvolution was not performed for the M-1 and M-2 methods, but is employed in the M-3, M-4 and M-5 methods (Fig. 11) . Deconvolution was performed using Renishaw's WiRE 3.3™ software on a smoothed, 3rd-order polynomial baseline corrected, normalized spectra with a tolerance of 0.01 and a maximum of 15 iterations. The descriptions in Table 3 should be followed precisely, as the initial attributes (height, width, position) of the curves before fitting can significantly alter the parameters. The closeness of fit of the fitted spectrum to the original spectrum after deconvolution may be assessed by: (1) visually comparing the original and fitted spectrum; (2) root-mean-square error (RMSE); and (3) the coefficient of determination (R 2 ). The D2 band was not included in any of the deconvolution methods, as it cannot be identified in low-maturity samples, as observed also by Beyssac et al. 1300  1500  1700  1200  1400  1600  1800  1000  1100  1300  1500  1700  1200  1400  1600  1800   1000  1100  1300  1500  1700  1200  1400  1600  1800  1000  1100  1300  1500  1700  1200 1400 1600 1800 Note that the 0.2 mW laser produces a significantly better signal to noise ratio than using the 0.02 mW laser power, and shows no significant improvement for a signal accumulation time > 10 s. Henry et al. International Journal of Coal Geology 191 (2018) 135-151 (2002) and Brolly et al. (2016) . For the M-1 and M-2 methods, the spectra were copied into the automated Microsoft Excel® worksheet, which performs a SavitzkyGolay smoothing filter using a 21-point quadratic polynomial algorithm (Savitzky and Golay, 1964) , a 3rd-order polynomial baseline correction, and normalizes the spectra to the same G band height at 2000 counts, followed by calculating the R1, RBS, saddle index, G-FWHM and D-FWHM Raman parameters (See Table 1 and Fig. 11a for how to calculate these parameters). The M-2 method follows the same processing procedures as for M-1, however it also integrates the areas of specific regions using the trapezoid area rule to calculate the RIP (Schopf et al., 2005) , DA1/GA and SSA (Tables 1, 3) .
Intensity counts
For the M-3 method, a two-band deconvolution method was applied for the D1 and G band using a pseudo-Voigt function (Fig. 11) , similar to Hinrichs et al. (2014) and Wilkins et al. (2014 Wilkins et al. ( , 2015 . The calculated Raman parameters are R1, RA1, D-FWHM, G-FWHM and RBS (See Table 1 and Fig. 11 for how to calculate these parameters). Visually and statistically the fitted spectrum is a good fit with the original spectrum, however, some bumps on the D1 band limb at~1250 cm −1 are lost.
The M-4 method fits four bands, G, D1, D3 and D4, using a pseudoVoigt function, similar to the Kouketsu et al. (2014) "fitting G" method. The M-5 method fits the G, D1, D3, D4 and D5 bands using a pseudoVoigt function. Both methods have a good fit with the original spectrum and are statistically better than the M-3 method (Fig. 11) .
For the M-5 method, the D3, D4 and D5 bands are highly unstable, and may have unrealistic positions, heights and widths after deconvolution, as illustrated in Fig. 12 . The closeness of fit of the fitted spectrum and the original spectrum may be very high for an unsuitable fit where the D3 and D5 bands go rogue. This is also the case for the M-4 method.
The Raman parameters that are compared using the M-1, M-3, M-4 and M-5 methods are the R1 ratio, RBS, G-FWHM and D-FWHM. The R1 and RBS parameter results differ slightly for the different methods (Table 4) ; the G-FWHM values are lower after performing deconvolution and the D-FWHM values are significantly lower after performing deconvolution. The M-1 method has a lower relative standard deviation (RSD) than the M-3, M-4 and M-5 methods, with some exceptions. The outcrop samples (HC01-04 and HC02-73) have higher RBS and lower G-FWHM values for all the methods, suggesting that they are slightly more mature (Guedes et al., 2010; Liu et al., 2013) . This is consistent with the PI (production index) data (Emmings et al., 2017) , which also implies increased maturity compared to the Carsington Dam Reconstruction C4 borehole samples.
Overall, performing deconvolution slows down Raman spectra analysis and the individual Raman bands can vary significantly, making visual checks essential. This is not the case when performing the M-1 or M-2 methods, which do not involve deconvolution. Therefore, the M-1 and M-2 methods will be utilized in the subsequent sections.
Sample types
Raman spectra acquired from a polished block and a strew slide from the same sample (Fig. 13) , indicate that polishing increases the relative intensity of the D band, the D band position blue-shifts bỹ 20 cm
, and the saddle height increases. The G band position remains relatively unaffected by the polishing procedure, however the G-FWHM is affected but not systematically (Fig. 13, Table 5 ). Table 5 shows that the polishing procedure increases the R1 ratio, in agreement with the results of Ammar and Rouzaud (2012) and Lünsdorf (2016) . The R1 ratios from polished blocks also exhibit more scatter and have a random distribution compared to the R1 ratio calculated from strew slides (Fig. 14) . ; here the control point lies above the trend of the background and the resulting spectrum (b) is unsuitable. For a smoothed spectrum the sharp peaks associated with noise are absent and therefore the control points are less affected by noise and produce a better background corrected spectrum. 
D.G. Henry et al.
International Journal of Coal Geology 191 (2018) [135] [136] [137] [138] [139] [140] [141] [142] [143] [144] [145] [146] [147] [148] [149] [150] [151] A linear baseline correction performed on polished blocks creates more scatter than 3rd-order polynomial baseline corrections (Table 5 ). The Raman parameters derived using the latter, lie closer to the strew slide results than for the linear-corrected data. It is clear that the R1 ratio, saddle index, D-FWHM, DA1/GA and SSA are affected by polishing; however, there is no clear evidence that polishing alters the RBS, G-FWHM and RIP values (Table 5 ). Sample SSK 4471 is an exception, since all the Raman parameters following a 3rd-order polynomial baseline correction become remarkably similar to the strew slide results (Table 5 ). This will be considered further in the discussion below. Beyssac et al. (2003) and Kouketsu et al. (2014) reported that polishing effects might be avoided by analyzing immediately below the surface of a particle. Our results do not support this conclusion. Fig. 15 shows the R1 ratio results of a depth profile from an exemplar sample (HC01-04). The mean value derived from a strew slide for the R1 parameter for this sample is 0.61 (horizontal red line in Fig. 15 ). The R1 values in the depth profiles are substantially greater than the mean value from the strew slide, and despite some scatter, the R1 value does not change systematically with depth.
Organic matter type and intra-particle variation
The translucent phytoclast group (Fig. A3.1 ) has similar R1, RIP, D-FWHM, DA1/GA and SSA Raman parameters across the five samples tested (Type 4 in Fig. 16 ), which is in accordance with all these samples having similar maturities. The G-FWHM, RBS and the saddle index results are more varied across the sample set. The pseudo-amorphous phytoclast (Fig. A3.3 ) group behaves similarly to the translucent phytoclast group and the Raman parameters are similar (compare Types 3 and 4, Fig. 16 ). The AOM group (Type 1, Fig. 16; Fig. A3.4) is also similar, with the exception of the R1 and D-FWHM parameters, as the R1 tends to be greater than for other OM types and the D-FWHM is significantly more variable. The opaque phytoclast group (Type 2, Fig. 16; Fig. A3 .2) displays the largest variation between OM types, as the parameter values commonly differ substantially from those 1000 1100 1200 1300 1400 1500 1600 1700 1800 1900 2000 1000 1100 1200 1300 1400 1500 1600 1700 1800 1900 2000 900 1000 1100 1200 1300 1400 1500 1600 1700 1800 1900 2000 1000 1100 1200 1300 1400 1500 1600 1700 1800 obtained for coexisting translucent phytoclasts, pseudo-amorphous phytoclasts and AOM. Intra-particle OM variation of the Raman parameters vary up to 2-9%RSD. This creates large scatter in the Raman parameter values obtained if only one measurement is taken from an individual particle (Fig. 17) . The scatter is reduced to 1-3%RSD, if the average of three measurements from an individual particle is used (Fig. 17) . The scatter does not significantly reduce further when performing > 3 measurements.
Discussion
This study demonstrates that polished blocks made from isolated OM and strew slides have differing Raman spectra and parameters. Previous authors have noted that polishing OM alters the D band height by inducing disorder in the crystal lattice as the parallel graphene layers "crumple up" (Ammar and Rouzaud, 2012; Lünsdorf, 2016) . Our study confirms that R1 Raman parameter values increase after polishing. The R1 ratio from the strew slides have a normal distribution and low range, (2) D.G. Henry et al. International Journal of Coal Geology 191 (2018) 135-151 whereas the R1 ratio derived from polished blocks has a random distribution with a much larger range. This suggests that during polishing, different particles are affected unequally, as proposed by Ammar and Rouzaud (2012) . This crumbling effect during polishing affects the R1 ratio, the saddle index, D-FWHM, DA1/GA and the SSA parameters in a systematic manner. G-FWHM is also affected by polishing but in this case the changes in values are not systematic. The RBS parameter remains largely unaffected. Sample SSK 4471 is an exception to the general trends, as the results derived from the polished block and strew slide are very similar after 
Table 4
Comparison of the results for four Raman parameters derived from methods M-1, M-3, M-4 and M-5 for six samples. Mean calculated using a minimum of seven translucent phytoclasts per sample on a strew slide. RSD = relative standard deviation.
D.G. Henry et al. International Journal of Coal Geology 191 (2018) 135-151 performing a 3rd-order polynomial baseline correction. The reason for this exception is uncertain, but the isolated OM from this sample is composed almost entirely of phytoclasts ( Fig. A3.1 ), whereas the other samples consists predominantly of AOM and some pyrite. One hypothesis is that the varying hardness of the different types of OM and pyrite particles may lead to unequal degrees of polishing and potential heating of individual particles, which may impact the Raman parameters. Beyssac et al. (2003) and Kouketsu et al. (2014) avoided analyzing the damaged surface of the OM in polished blocks by focusing the laser beam a few micrometres below the surface. This was tested in this study; however, the R1 ratio for several polished blocks did not decrease with depth towards the strew slide sample mean, which suggests that polishing not only impacts the surface, but may also extend below the surface of individual OM particles.
Strew slides exhibit the least amount of bias, as sample preparation does not alter the Raman spectra. In addition, OM types can be easily identified, as well as having the ability to perform conventional standard palynological analysis, spore colouration index (SCI), and other thermal alteration indices (TAI) contemporaneously (cf. Hartkopf-Fröder et al., 2015) .
Raman parameters from the opaque phytoclast group (Fig. A3. 2) are substantially different compared to the other OM groups. Translucent phytoclast (Fig. A3.1 ), pseudo-amorphous phytoclast ( Fig. A3 .2) and AOM ( Fig. A3.4 ) groups have similar Raman parameter values. This is important, as it may be unnecessary to differentiate between these OM types for a rapid assessment of thermal maturity.
Intra-particle variation is apparent in the samples and the results range from 2 to 9%RSD when performing only one measurement on a particle. However, this variation can be reduced to 1-3%RSD, if the average value of 3 measurements is taken from a sample. The intraparticle variation can be attributed to the biogenic heterogeneity. Different thicknesses of the particle may also impact the results, as thinner particles allow the laser to interact with the glass slide, producing greater fluorescence. This could lead to bias in the Raman results if a linear or unsuitable non-linear background correction is performed. Greater fluorescence is also observed close to the edges of the particles and particles with a diameter of < 3 μm. It is therefore recommended that thin parts of a particle, as judged by the degree of translucency, small particles of < 3 μm, and the edges of particles should be avoided.
The experimental setup affects the OM Raman spectra and parameters. The 514.5 nm Ar-ion laser produces significantly less fluorescence than the 633 nm HeNe laser. Using high laser powers of ≥1 mW damages the surface of the OM, which leads to a blue-shift in the G band, the G-FWHM and SSA increases and the D band and saddle heights increase relative to the G band. We recommended a laser power of~0.2 mW to analyse kerogens, as it does not damage the surface of OM or alter the Raman spectra. Some previous authors have also used laser powers of < 1 mW (Quirico et al., 2005; Hinrichs et al., 2014; Lünsdorf et al., 2014; Mumm and İnan, 2016; Muirhead et al., 2016; Schito et al., 2017; Schmidt et al., 2017) , but the majority of previous studies have employed laser powers > 1 mW (Pasteris and Wopenka, 1991; Spötl et al., 1998; Beyssac et al., 2003; Nestler et al., 2003; Rahl et al., 2005; Schopf et al., 2005; Allwood et al., 2006; Marques et al., 2009; Guedes et al., 2010; Kwiecinska et al., 2010; Lahfid et al., 2010; Liu et al., 2013; Mathew et al., 2013; Kouketsu et al., 2014; Bonoldi et al., 2016; Delarue et al., 2016; Ferralis et al., 2016; Sauerer et al., 2017) , which may have induced in-situ thermal damage. JehličKa et al. (2003) and Court et al. (2007) both used laser powers > 1 mW but stated no induced damaged was observed. The reason for this, as mentioned by Court et al. (2007) , could be due to the strong noise in the spectra making it difficult to interpret the blue-shift of the G band position. It is also difficult to see the damage if the particle is dark brown/black when analyzing a strew slide.
The Raman instrument set up used in this study showed than an accumulation time of > 10 s does not significantly improve the signal to noise ratio, whereas the number of accumulations, does improve the signal to noise ratio. It is essential that optimum instrumental conditions are developed before conducting Raman analysis. Better quality spectra reduce the bias in picking peak heights and positions when using the M-1 method, and improve reproducibility when performing deconvolution. Some individual OM components generated very noisy spectra and increasing the accumulation time and number of accumulations did very little to improve the signal. These particles were identified as being strongly oxidized (cf. Brolly et al., 2016) and the data acquired were rejected.
Non-linear baseline correction is necessary to analyse low maturity samples, as fluorescence is often present. Linear baseline correction overestimates the R1 parameter, the G-FWHM, the Raman spectra area, and the saddle height, as the linear correction does not take into consideration the curved nature of the background created by the fluorescence. To predict the shape of the background fluorescence, a spectra D.G. Henry et al. International Journal of Coal Geology 191 (2018) 135-151 Table 5 Mean values and percent relative standard deviation (%RSD) of Raman parameters obtained from strew slides and polished blocks of selected samples. Note that linear baseline subtraction results in higher RSDs than 3rd-order polynomial baseline subtraction (3rd-OP) and the mean values also differ.
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Five methods were tested in order to calculate Raman parameters, these included: two non-deconvolution methods, the M-1 and M-2 methods; and three deconvolution methods, the M-3, M-4 and M-5 methods. The deconvolution M-3 method has a poorer visual fit with the original spectrum and does not account for the finer detail of the disordered bands between 1200 and 1300 cm −1
. The fitted spectra for the M-4 and M-5 methods have a closer fit visually and statistically with the original spectrum. However, this can be misleading, as unrealistic band positions, heights and widths, which are a common problem for the M-4 and M-5 methods, can produce equally good visual and statistical fits. Kouketsu et al. (2014) avoided the problem of unrealistic band positions in low maturity OM by fixing the position of the D4 band; this method could also be replicated for other bands. This is a more sensible approach than assigning threshold limits, as the experiment is kept consistent. However, this method was not chosen in the present study as the width and heights of the bands are unstable, which results in discrepancies in the other bands. This is a major problem, as a fixed universal deconvolution method applied to low-maturity OM may produce considerable bias. The M-3 method is simplistic, it ignores the finer detail, and the fitted spectra have a poor resemblance to the original spectrum. On the other hand, the extra bands for the M-4 and M-5 methods have too much freedom of movement, which produces unrealistic band positions, heights and widths. Visual inspection after deconvolution to assess the legitimacy of each band is necessary. A degree of manual tuning is essential. This poses an interesting challenge if an automated deconvolution method is to be developed Lünsdorf et al., 2017) .
Nevertheless, deconvolution is heavily used in the literature (Appendix 1), although Kouketsu et al. (2014) and Lünsdorf et al. (2014) acknowledged that there is no agreement on the best way to perform deconvolution for low-maturity OM. Lupoi et al. (2017) also stated that deconvolution is too labour extensive and has inherent bias, which restricts the method as a widespread thermal maturity tool. This study is in agreement with Kouketsu et al. (2014) and Lupoi et al. (2017) . We therefore propose that the M-1 and M-2 methods that do not perform deconvolution should be used for low-maturity OM. Both of these methods introduce minimal bias, as well as offering faster data acquisition. Fig. 15 . Depth profile of the R1 ratio derived from two phytoclasts (a) and (b) in a polished block (sample HC01-04), where 0 μm is the surface of the particle.
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Conclusions
(1) It is recommended that strew slides should be preferred over polished blocks for Raman analysis, which also allow the operator to perform palynofacies analysis and other types of thermal alteration studies (e.g. SCI, TAI) contemporaneously. (2) The Raman parameters for our low-maturity sample set (0.5-0.8% eq VR o ) show that there is little difference between the translucent phytoclast, pseudo-amorphous phytoclast and amorphous organic matter groups. However, opaque phytoclasts need to be differentiated. Taking the average value of three measurements across a single particle, as well as avoiding the edges of particles, thin particles and particles with a diameter of < 3 μm, reduce interparticle variability. (3) Minimising the noise in the spectra is achieved by using the highest laser power that does not induce damage to the sample. In this study a 514.5 nm laser power of 0.2 mW was used. A better quality spectrum reduces the error associated with selecting the band heights, positions and widths, and makes the baseline correction and deconvolution more reproducible when using an automated method. (4) A 3rd-order polynomial baseline correction is advised for low- (5) The reproducibility of using the same deconvolution method across a sample set can be poor and leads to errors. We recommend that deconvolution should not be performed for low-maturity samples. Raman parameters should be acquired using the M-1 and M-2 methods described in this study, which are rapid, robust and require minimal operator manipulation. Fig. 17 . Intra-sample variation for a translucent phytoclast, pseudo-amorphous phytoclast and AOM in sample SSK 4471. 1: one measurement; 2: average of two measurements; 3: average of three measurements; 4: average of four measurements. The horizontal lines are the average results of 10 single measurements for each particle type. The scatter around the average reduces considerably if an average of ≥3 different measurements across a particle is calculated.
